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Chapter 1: Introduction

All of us are exposed to optical (i.e., visible and near-infrared) radiation from the sun and other sources throughout our lives. Assuming our eyes are shielded from excessive intensity, and our skin is protected from the ultraviolet content of sunlight, we accept this exposure in the knowledge that it is perfectly safe. Unlike x-rays, optical photons are insufficiently energetic to produce ionisation, and unless light is concentrated to such a high degree that it causes burning to the skin, optical radiation offers no significant hazard. The diagnostic potential of optical methods has been widely known since Jöbsis [START_REF] Jöbsis | Noninvasive, infrared monitoring of cerebral and myocardial oxygen sufficiency and circulatory parameters[END_REF] first demonstrated that transmittance measurements of near-infrared (NIR) radiation could be used to monitor the degree of oxygenation of certain metabolites. This led to the development and increasingly widespread use of clinical near-infrared spectroscopy (NIRS), which offers a safe, non-invasive means of monitoring cerebral function at the bedside without the use of radioisotopes or other contrast agents [START_REF] Cope | System for long-term measurement of cerebral blood and tissue oxygenation on newborn infants by near infra-red transillumination[END_REF].

Human tissues contain a variety of substances whose absorption spectra at NIR wavelengths are well defined, and which are present in sufficient quantities to contribute significant attenuation to measurements of transmitted light. The concentration of some absorbers, such as water, melanin, and bilirubin, remain virtually constant with time. However, some absorbing compounds, such as oxygenated haemoglobin (HbO 2 ), deoxyhaemoglobin (Hb), and oxidised cytochrome oxidase (CtOx), have concentrations in tissue which are strongly linked to tissue oxygenation and metabolism. Increasingly dominant absorption by water at longer wavelengths limits spectroscopic studies to less than about 1000 nm. The lower limit on wavelength is dictated by the overwhelming absorption of Hb below about 650 nm. However, within the 650-1000 nm window, it is possible with sensitive instrumentation to detect light which has traversed up to 8 cm of tissue [START_REF] Lloyd-Fox | Illuminating the developing brain: the past, present and future of functional near infrared spectroscopy[END_REF].

Functional near infrared spectroscopy (fNIRS) is based on the optical measurement of changes in tissue oxy-(HbO2), and deoxy-(Hb) haemoglobin concentration whereas cerebral oximetry is cerebral oxygenation monitoring via near-infrared spectroscopy (NIRS) [START_REF] Lloyd-Fox | Illuminating the developing brain: the past, present and future of functional near infrared spectroscopy[END_REF]. One aspect of this response -the blood oxygen level dependent (BOLD) signal is the basis for functional magnetic resonance imaging (fMRI), a brain imaging modality closely related to fNIRS in terms of the underlying measurand. The responses measured during fNIRS are usually interpreted in terms of changes in HbO2 and Hb concentration --a somewhat richer set of variables than those available from basic fMRI. A third hemodynamic variable, Hbt, can be derived as the sum of HbO2 and Hb concentrations, which is considered a good indicator of the variations in the regional cerebral blood volume (CBV) [START_REF] Pellicer | Near-infrared spectroscopy: a methodology-focused review[END_REF].

NIR wavelengths can be selected such that the change in concentration of oxy-hemoglobin (HbO2) and deoxy-hemoglobin (Hb) in the brain tissue can be detected. Such a spectrophotometric determination is based on the absorption maximum of oxyhemoglobin and the isosbestic point of oxyhemoglobin and hemoglobin [START_REF] Tsao | Spectrophotometric determination of the oxygen saturation of whole blood[END_REF]. NIRS instrumentation works on various measuring principles, e.g., continuous wave (CW), frequency domain (FD), and time domain (TD). Absolute concentration measurements may be possible with more expensive TD and FD techniques [START_REF] Delpy | Estimation of optical pathlength through tissue from direct time of flight measurement[END_REF] but exact quantification was not a crucial factor in our application since we only wanted to detect a relative change in HbO2 and Hb rather than to quantify the hemodynamic response in absolute terms.

Chapter 2: fNIRS System Development

Functional Near Infrared Spectroscopy is used for the purpose of neuroimaging using Near Infrared spectrum. The scalp, skull, and surrounding tissues of the brain exhibit an optical window of tissue transparency in the near-infrared (NIR) range allowing interrogatory measurements of neurochemistry at the cortex. fNIRS is a noninvasive imaging method involving the quantification of chromophore concentration resolved from the measurement of near Infrared light attenuation. Using fNIRS, brain activity is measured through hemodynamic responses associated with neuron behavior. For this, we use a source-detector pair, where the detector measures the changes in intensity of NIR light provided by the source. From the changes in detected NIR light intensities, it is possible to calculate concentrations of absorbers (termed chromophores) in the tissue such as Hb and HbO. The differences in the absorption spectra of HbO and Hb allow us to measure the relative changes in hemoglobin concentration through use of light attenuation at multiple wavelengths. The next section explains the Beer Lambert law which relates the chromophore concentration change in the tissue to the absorption of light by the chromophore.

Beer Lambert law and its application

The relationship between light intensities and chromophore concentration is commonly expressed using the Beer-Lambert law.
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Attenuation (A) is the logarithmic ratio of two intensities, the intensity of the incident light (I0) and the transmitted light (I). ε is the molar extinction coefficient, as shown in Fig. 1, expressed in mM-1cm-1. C is the concentration of a chromophore and d is the direct path-length of the photon from the emitting to the receiving optode, i.e. the inter-optode or geometrical distance [START_REF] Hiraoka | A Monte Carlo investigation of optical pathlength in inhomogeneous tissue and its application to near-infrared spectroscopy[END_REF].

Considering that there are more chromophores in the tissue, the Beer-Lambert law can be written using that the absorption coefficient of each chromophore as additive [START_REF] Pellicer | Near-infrared spectroscopy: a methodology-focused review[END_REF], i.e. . [ ]
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The typical application of the Beer-Lambert law is that A is experimentally measured (at n wavelengths for n chromophores of interest). Assuming that d is the inter-optode distance and ε1… εn has been found previously for each chromophore, the objective is to find C1…Cn [START_REF] Fishkin | Frequencydomain photon migration measurements of normal and malignant tissue optical properties in a human subject[END_REF]. Accurate estimation of chromophore concentration requires (at a minimum) the same number of wavelengths, as there is chromophores in the given tissue. A similar specific extinction coefficient of Hb and HbO2 in the near-infrared spectrum makes measuring at a single wavelength difficult and confounds the interpretation of changes in concentration of the chromophores. Simultaneous measurements of two wavelengths can be used to separate the changes for both Hb and HbO2 [START_REF] Strangman | Non-invasive neuroimaging using nearinfrared light[END_REF]. To increase the sensitivity of the estimation, two wavelengths should be chosen in order to distinguish between Hb and HbO2 molar extinction coefficients, such that HbO2 has the highest molar extinction coefficient at one wavelength and the lowest at the other.

However, if 'd' is not equal to the inter-optode distance, the hemoglobin changes cannot be quantified and comparisons between different subjects or NIRS regions cannot be made. d depends on subject's characteristics, the measured region, and the wavelength of the light. Due to scattering d will increase in an unknown manner. Approximately 80% of the total attenuation of near infrared light in tissue is due to scattering, and the remaining 20% to absorption [START_REF] Cope | System for long-term measurement of cerebral blood and tissue oxygenation on newborn infants by near infra-red transillumination[END_REF].

Scattering is thus the biggest problem when attempting quantitative measurements with NIRS. In a highly scattering medium, photons travel a mean distance that is far greater than d, which has been defined as the differential path-length (DP), i.e., the true optical distance between the optodes. Delpy et al. [START_REF] Delpy | Estimation of optical pathlength through tissue from direct time of flight measurement[END_REF] defined a scaling factor to correct for the path-length; the differential path-length factor (DPF). Therefore, the modified Beer-Lambert law incorporates the additions 0
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The attenuation and the specific extinction coefficient in the modified Beer-Lambert law are no longer strictly linearly related, the degree of non-linearity is a function of the scattering coefficients. The scattering coefficient of the tissue together with the geometry of the optodes are described in the term G. G is unknown and therefore an absolute calculation of chromophore concentration that cannot be derived from Eq. 3. This is a fundamental problem in tissue NIRS, making the determination of absolute concentrations of Hb and HbO2 problematic. Assuming that G has the same value for all chromophores in the medium, by using a differential equation between two chromophores, G is cleared. As a consequence, only changes in concentration of chromophores can be measured with NIRS [START_REF] Matcher | Absolute quantification of deoxyhaemoglobin concentration in tissue near infrared spectroscopy[END_REF]. Assuming that DPF and d remain constant during the measuring period, and d and DPF are known, quantitative data on changes in the concentration of chromophores can be derived.
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The changes in the concentration of chromophores can be calculated using a different wavelength for each chromophore, writing a Beer-Lambert equation for each, and solving the simultaneous equations through matrix inversion [START_REF] Delpy | Estimation of optical pathlength through tissue from direct time of flight measurement[END_REF]. The NIRS technique can still be applied as an oxygenation trend monitor if the DPF is unknown, such as the continuous wave NIRS. There are several techniques available that can be used to calculate the DPF, i.e., by time domain [START_REF] Matcher | Absolute quantification of deoxyhaemoglobin concentration in tissue near infrared spectroscopy[END_REF], frequency domain [START_REF] Fishkin | Frequencydomain photon migration measurements of normal and malignant tissue optical properties in a human subject[END_REF] or derivative spectroscopy [START_REF] Matcher | Absolute quantification of deoxyhaemoglobin concentration in tissue near infrared spectroscopy[END_REF], which allow for oxygenation changes to be measured. However, without the knowledge of the term G the absolute chromophore concentration cannot be measured.

Sensor implementation for continuous wave (CW) fNIRS

For hardware implementation of sensitive equipment, several factors are crucial for its performance and efficiency. As with any physiological measurement, the standardization of sensor placement, coupling, signal preprocessing, and conditioning together with a welldescribed experimental paradigm are essential elements in obtaining repeatable performance, optimized signal-to-noise ratio (SNR) and hence reduced workload on the DSP component. Measurement methods for NIRS are based around three distinct technologies:

• continuous wave (CW)

• frequency domain • time domain

We are using continuous wave (CW) NIRS in this work. This method generally employ either a multiple discrete wavelength source or a filtered white light source, they measure the light attenuation using either a photomultiplier, photodiode or an avalanche photodiode detector [START_REF] Matcher | Absolute quantification of deoxyhaemoglobin concentration in tissue near infrared spectroscopy[END_REF]. The main advantages of CW NIRS are the sampling rate, the size of the instrument, the weight, the simplicity and the cost, which makes CW NIRS ideal for bedside monitoring. However, CW NIRS has a few disadvantages, including the penetration depth and the difficulty to separate absorption and scattering effects. CW NIRS is therefore only fit to do oxygenation trend monitoring

The basic design of our NIRS probe along with the alignment of the light emitting diode (LED) and photo-detectors are shown in The analog signal obtained at the output of the low pass filter was converted to digital values using the 10 bit ADC present in Arduino Uno. The digital values were ported to the computer via USB with Arduino Uno serial USART port for processing in MATLAB. The sampling rate for ADC conversion was kept at 80Hz.

The Arduino was powered from USB port which was connected to the laptop. The 5V power output of the Arduino was used to power the entire circuit except the LED's. The LED's were powered using the digital output pins of the Arduino. The digital output pins of the Arduino were programmed for switching the LEDs ON/OFF systematically. The negative power (-5V) required For the experimental bench-testing, the NIRS probe was placed at the F3/F4 position (10-20 international system of scalp sites) -see Fig. To successfully interface the SomaSensor (Covidien, USA) with the low-cost DAQ (presented in Chapter 2), the maximum current that can go through the LED's in the SomaSensor had to be found out experimentally. This was done by varying the current through each LED in the SomaSensor and then looking at the radiant intensity changes along with the changes in the temperature of the SomaSensor. For this, we used a spectrometer Princeton Instrument SP2150 with a CCD Princeton device Pixis Excelon 400B. We also used a diffraction grating with 600 

Bench testing SomaSensors for reusability

Two SomaSensors were selected out of which one was unused and unopened before the start of this experiment. The second SomaSensor however had been used for more than 20 times. The radiant intensity and the peak wavelength of both the sensors were compared. The graphs of both the sensors are shown below. We used a spectrometer Princeton Instrument SP2150 with a CCD Princeton Instrument Pixis Excelon 400B. We also used a diffraction grating with 600 grooves/mm blazed at 500nm. The exposition time was set at 3µs. It was found that even after more than 20 times of use, the SomaSensor provided consistent performance when compared to a new SomaSensor. 

Human testing of SomaSensor interfaced with low-cost DAQ

To successfully interface the SomaSensor (Covidien, USA) with the low-cost DAQ (presented in Chapter 2), human testing of the Somasensors interfaced with the low-cost DAQ was required.

The following tests were performed:

1. Testing of SomaSensors: The protocol followed for data collection was 1 minute of Pre-tDCS, 1 minute during tDCS and 1 min post-tDCS. 1.5mA current was maintained during tDCS. This was done on 1 subject and done for a total of 3 times. The data showed a slight change in oxygen saturation after ensemble averaging. We need to collect more trials (>=15) to find significant changes.

2. Testing of low-cost custom-made NIRS sensors: The protocol followed for data collection was 1 minute of Pre-tDCS, 1 minute during tDCS and 1 min post-tDCS. 1.5mA current was maintained during tDCS. This was done on 1 subject and done for a total of 4 times. The data showed very small change in oxygen saturation after ensemble averaging. We need to collect more trials (>=15) to find significant changes.

3. Testing of Somasensors with the INVOS 5100 oximeter: This was done with 2 subjects. We saw slight change in oxygen saturation on the monitor during the experiment. However, we need the serial port data transfer function for collecting data for analysis in the PC. For this experiment, 1400mL human blood phantom was prepared. Out of this 1400mL, 28mL was human blood and 14mL was intralipid. It is important to mention here that the blood was donated by a volunteer on the day 1 of the experiment and a part of the same blood sample was used on the day 2 of the experiment. The phantom setup was a dual layer dynamic phantom and the separation between each layer was 1.4cm which has been published by Ms. Almajidy [START_REF] Almajidy | Estimating the spatial resolution of fNIRS sensors for BCI purposes[END_REF]. This separation also included the thickness of the beaker. The second day of the experiment showed no results where the SomaSensor could not detect the changes in the oxygen saturation in the phantom as shown in Figures 4.12-4.14. We postulate that this was due to deterioration of the phantom as well as low SNR of the SomaSensor interfaced with the low-cost DAQ. The details are discussed in the next chapter that lends to my future work. is when the nitrogen is pumped in the phantom to reduce oxygen saturation and the last part (~15 mins) is when the oxygen is pumped in the phantom (~10 mins) to increase oxygen saturation and then the oxygen saturation was maintained for another 5mins. The phantom seems to have deteriorated so much that the SomaSensor could not detect the change in the oxygen saturation. 12. First trial of the second day of phantom testing: The initial period (first 25 mins) is when the nitrogen is pumped in the phantom to reduce oxygen saturation and the last part (~15 mins) is when the oxygen is pumped in the phantom (~10 mins) to increase oxygen saturation and then the oxygen saturation was maintained for another 5mins. The phantom seems to have deteriorated so much that the SomaSensor could not detect the change in the oxygen saturation. The initial period (first 25 mins) is when the nitrogen is pumped in the phantom to reduce oxygen saturation and the last part (~15 mins) is when the oxygen is pumped in the phantom (~10 mins) to increase oxygen saturation and then the oxygen saturation was maintained for another 5mins. The phantom seems to have deteriorated so much that the SomaSensor could not detect the change in the oxygen saturation.

Performance testing of SomaSensor interfaced with low-cost DAQ using phantom

Chapter 5: Discussion and Future work

The low-cost CW NIRS system presented in this report costs roughly $500 [START_REF] Sood | Continuous wave functional near infra-red spectroscopy combined with transcranial direct current stimulation for assessment of cerebral vascular status in patients with ischemic stroke[END_REF]. The significant contribution of this INRIA internship work based on that low-cost CW NIRS system were, 1. Experiment done to evaluate the optimum current setting of the SomaSensor: The experiment was successful and the optimum current was found out to be 56 mA. Beyond this limit the supplied current resulted in increasing the temperature of the sensor which will damage the sensor over time and will also result in a burn if the sensor is used on a subject.

2. Experiment done to evaluate the reusability of the SomaSensor: The experiment was successful. The radiant intensity curves of both the LED's in both the SomaSensors were studied. The curves for both the new and the used SomaSensor were similar. This led to the conclusion that the SomaSensors can be reused up to 20 times at least.

3. Experiment done to test the somasensor interfaced with DAQ on a phantom: The experiments conducted on day 1 showed the variation in the oxygen saturation to some extend could be captured with the SomaSensor interfaced with low-cost DAQ but the experiments conducted on the day 2 showed no variation in the oxygen saturation levels that could be captured with the SomaSensor interfaced with low-cost DAQ. It is important to mention that all the settings and the protocol was identical on both the days of the experiment. This indicated that the device is not sensitive enough to detect the changes in blood phantom that was more than a day old. Also, the readings obtained on day 1 indicate a very low signal to noise ratio which was due to the low-cost DAQ.

The future work for the current low-cost DAQ hardware to work better with the SomaSensor are, 1. The present device is equipped with a 10 bit ADC which is the bare minimum in biomedical applications. This needs to be changed and an ADC with a higher resolution needs to be used to offer a better acquisition of the NIRS signal. One of the alternative ADC's that can be used comes from Texas Instruments AD129x family. These devices are low-power, multichannel, simultaneous-sampling, 24-bit delta-sigma (∆Σ) analog-todigital converters (ADC's) with integrated programmable gain amplifiers (PGAs). These devices incorporate various ECG-specific functions that make them well-suited for scalable electrocardiogram (ECG), electroencephalography (EEG), and electromyography (EMG) applications. Due to their high performance, these devices can be used in multichannel data acquisition systems by powering down the EEG-specific circuitry. Additionally, these devices offer a highly programmable mux which allows any of the input electrodes to be programmed as the patient reference drive. The PGA gain can be chosen from one of seven settings: 1, 2, 3, 4, 6, 8, or 12. The ADCs in the device offer data rates from 250 SPS to 32 kSPS. These devices can be communicated by using an SPI-compatible interface. Additionally, the ADS129xR also provide options for an internal respiration modulator and a demodulator circuit in the signal path of channel 1 [Texas Instruments: ADS129x Low-Power, 8-Channel, 24-Bit Analog Front-End for Biopotential Measurements]. Therefore, the future work involved replacing the 10 bit ADC of Arduino microcontroller with the 24 bit AD129x. With this, the communication protocol needs to be modified for serially porting the values to the computer. With 10 bit ADC the I2C communication protocol was used. But, the 24 bit AD129 chip comes with only SPI communication protocol. Serial Peripheral Interface (SPI) is an interface bus commonly used to send data between microcontrollers and small peripherals such as shift registers, sensors, and SD cards. It uses separate clock and data lines, along with a select line to choose the device you wish to talk to. It's a "synchronous" data bus, which means that it uses separate lines for data and a "clock" that keeps both sides in perfect sync. For synchronization, there is an extra start bit and stop bit to help the receiver sync up to data as it arrives. So, the digital output from the AD129 will be sent to Arduino programmed with SPI communication, as shown in Fig. 5.1.

With Arduino, there are two ways to communicate with SPI devices: By using the shiftIn() and shiftOut() commands. These are software-based commands that will work on any group of pins, but will be somewhat slow. Also, by using the SPI Library, which takes advantage of the SPI hardware built into the microcontroller. This is vastly faster than the above commands, but it will only work on certain pins. For Interfacing the Arduino with AD129, the various setting that needs to be done are as follows:

The interface can send data with the most-significant bit (MSB) first, or least-significant bit (LSB) first. In the Arduino SPI library, this is controlled by the setBitOrder() function. The slave will read the data on either the rising edge or the falling edge of the clock pulse. Additionally, the clock can be considered "idle" when it is high or low. In the Arduino SPI library, both of these options are controlled by the setDataMode() function. SPI can operate at extremely high speeds (millions of bytes per second), which may be too fast for some devices. To accommodate such devices, one can adjust the data rate. In the Arduino SPI library, the speed is set by the setClockDivider() function, which divides the master clock (16MHz on most arduinos) down to a frequency between 8MHz (/2) and 125kHz (/128). From arduino, the digital output will be transferred to computer with a USB cable.

2. Quantitative EEG analysis has been used as a method of identifying subclinical brain injury during neurosurgical procedures, such as carotid endarterectomy, and for ischemia detection, global function assessment, medication titration, and prognostication [START_REF] Foreman | Quantitative EEG for the detection of brain ischemia[END_REF]. Furthermore, high multilevel reproducibility has been shown [START_REF] Sheorajpanday | Reproducibility and clinical relevance of quantitative EEG parameters in cerebral ischemia: a basic approach[END_REF] where EEG parameters reliably discriminated between stroke and transient ischaemic attack (TIA) patients or control subjects, and correlated significantly with clinical and radiological status.

Reliable EEG parameters can be evaluated in a general stroke population for clinically relevant state and outcome measures [START_REF] Foreman | Quantitative EEG for the detection of brain ischemia[END_REF]. There are several studies that investigated the relationship between EEG alpha rhythm variations (alpha rhythm lies in the range of 8 to 13 Hz) and baseline regional CBF differences [START_REF] Jann | Association of individual resting state EEG alpha frequency and cerebral blood flow[END_REF] where the hemodynamic responses associated with cortical neural activity, i.e., the relationship between local neural activity and cerebral blood flow is termed neurovascular coupling (NVC) [START_REF] Filosa | Vascular tone and neurovascular coupling: considerations toward an improved in vitro model[END_REF]. Therefore, EEG may provide a measure that is independent from fNIRS where EEG can be used to indirectly detect and monitor CBF. Here, simultaneous EEG-NIRS imaging during perturbation with tDCS may help us in understanding the NVC underlying neural and hemodynamic responses post-stroke [START_REF] Dutta | EEG-NIRS based low-cost screening and monitoring of cerebral microvessels functionality[END_REF]. Furthermore, EEG-NIRS joint imaging may improve the specificity by estimating NVC as a biomarker for post-stroke impaired cerebral microvessels functionality [START_REF] Dutta | EEG-NIRS based low-cost screening and monitoring of cerebral microvessels functionality[END_REF] where non-neuronal systemic physiological fluctuations often contaminate fNIRS signals [START_REF] Sood | Anterior temporal artery tap to identify systemic interference using short-separation NIRS measurements: a NIRS/EEG-tDCS study[END_REF]. Therefore it is important to develop and integrate an EEG hardware with the NIRS hardware so that the joint neuroimaging technology can be leveraged to objectively detect and monitor the brain status.

3. For multi-channel approaches required for whole head measurements, a custom-made CW NIRS system based on an off-the-shelf data acquisition (DAQ) device to interface between signal and computer provides the user with a robust, fast and flexible solution [START_REF] Soraghan | A 12-channel, real-time near-infrared spectroscopy instrument for brain-computer interface applications[END_REF]. A multifunction off-the-shelf DAQ device (National Instruments Corporation, USA) can be used to provide basic physical input/output channels to drive the light sources and/or acquire optical signals. If timing accuracy of DAQ is critical, then a realtime off-the-shelf DAQ system, such as CompactRIO or PXI (National Instruments Corporation, USA), is required. Usually, the number of analog output channels are limited in off-the-shelf DAQ devices (e.g., only 2 analog outputs in PCIe-6351 from National Instruments Corporation, USA) and therefore the time division multiplexing technique can be used to illuminate multiple light sources (light emitting diodes or laser diodes). For example, the NIR light sources can be amplitude-modulated at different carrier frequencies with a gap (viz. 2 to 4 KHz in steps of 200Hz) using a driving circuit that includes a multiplexer and driver for the laser diode (LD) or light emitting diode (LED) to emit NIR light in consecutive time slots. LED, which emits incoherent and uncollimated light, is preferred since it allows the emission of more NIR photons into the tissue than LD with the same maximum permissible exposure [START_REF] Soraghan | A 12-channel, real-time near-infrared spectroscopy instrument for brain-computer interface applications[END_REF]. Dual-wavelength LEDs can be used instead of two separate LEDs in a multi-channel high density whole head system. Moreover, an individual programmable current source for each LED can be used so that the emitted light can be automatically adapted to variable individual acquisition conditions (hair, skin color, different tissue types such as muscle, brain etc. as well as a possible effect of EEG gel on the optical properties of the light path) [START_REF] Safaie | Wireless distributed acquisition system for near infrared spectroscopy -wda-nirs[END_REF]. Then, the backscattered NIR light can be collected (collected light is usually 7 to 9 orders smaller in magnitude than that emitted at the source [START_REF] Lareau | Near infrared spectrometer combined with multichannel EEG for functional brain imaging[END_REF]) and converted into an electrical signal by photodiodes. Due to low signal to noise ratio (SNR) of the output signal from the photodiodes, the signal can be band-pass filtered and amplified to increase the SNR.

A programmable gain amplifier (e.g. PGA204, Texas Instruments Inc., USA) can be used to adapt the gain depending on source-detector distance, scalp thickness, and hair color and density [START_REF] Scholkmann | A review on continuous wave functional near-infrared spectroscopy and imaging instrumentation and methodology[END_REF] to match the voltage range of the analog input channel of the DAQ device.
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 4 [START_REF] Tsao | Spectrophotometric determination of the oxygen saturation of whole blood[END_REF] shows the phantom as it is prepared. Both the layers and the separation between them is clearly visible in this figure.The experiments were carried out in a dark room.
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 4 6 and figure 4.7 show the phantom placed inside a black box which helped in eliminating external light exposure. A magnetic stirrer was used to keep the composition of the phantom uniform. The RPM of the stirrer was maintained at 500. Figure4.6 shows the stirrer on which the phantom has been placed. For the first 35 minutes, nitrogen was flushed in the phantom to completely remove the oxygen from the phantom. This was followed by bubbling in oxygen at a constant rate for the next 10 minutes. NIRS readings were recorded for the entire duration of the experiments.
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 4 8 shows the complete setup including the phantom and the NIRS device along with data acquisition laptop. The graphs for oxygen saturation obtained after analysis of NIRS data are also shown below.
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 49 Fig 4.9. First trial of the first day of phantom testing:The initial period (first 25 mins) is when the nitrogen is pumped in the phantom to reduce oxygen saturation and the last part (~15 mins) is when the oxygen is pumped in the phantom (~10 mins) to increase oxygen saturation and then the oxygen saturation was maintained for another 5mins.
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 411 Fig 4.11. Third trial of the first day of phantom testing:The initial period (first 25 mins) is when the nitrogen is pumped in the phantom to reduce oxygen saturation and the last part (~15 mins) is when the oxygen is pumped in the phantom (~10 mins) to increase oxygen saturation and then the oxygen saturation was maintained for another 5mins. This trial terminated early due to a software glitch.
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 4102413 Fig 4.10. Second trial of the first day of phantom testing:The initial period (first 25 mins) is when the nitrogen is pumped in the phantom to reduce oxygen saturation and the last part (~15 mins) is when the oxygen is pumped in the phantom (~10 mins) to increase oxygen saturation and then the oxygen saturation was maintained for another 5mins. This trial terminated early due to a software glitch.
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 4 Fig 4.12. First trial of the second day of phantom testing: The initial period (first 25 mins) is when the nitrogen is pumped in the phantom to reduce oxygen saturation and the last part (~15 mins) is when the oxygen is pumped in the phantom (~10 mins) to increase oxygen saturation and then the oxygen saturation was maintained for another 5mins. The phantom seems to have deteriorated so much that the SomaSensor could not detect the change in the oxygen saturation.
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 414 Fig 4.14. Third trial of the second day of phantom testing:The initial period (first 25 mins) is when the nitrogen is pumped in the phantom to reduce oxygen saturation and the last part (~15 mins) is when the oxygen is pumped in the phantom (~10 mins) to increase oxygen saturation and then the oxygen saturation was maintained for another 5mins. The phantom seems to have deteriorated so much that the SomaSensor could not detect the change in the oxygen saturation.
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 51 Fig 5.1. AD129x connected with a Microcontroller

  

  

Table 1

 1 

	Component	Price (USD)
	OPA2277	9
	INA131	10
	AD129 (used later)	30
	ICL7660	< 1
	Arduino Uno	30
	Somasensor (used later)	~300

Fig 2.6. Pin connections with 7660 voltage converters