3D Tracking System Using Endoscope for Narrow Space
Zhongjie Long, Kouki Nagamune

To cite this version:
Zhongjie Long, Kouki Nagamune. 3D Tracking System Using Endoscope for Narrow Space. 38th IEEE Annual International Conference Engineering in Medicine and Biology Society (EMBC), IEEE, Aug 2016, Orlando, United States. hal-01346939

HAL Id: hal-01346939
https://inria.hal.science/hal-01346939
Submitted on 20 Jul 2016

HAL is a multi-disciplinary open access archive for the deposit and dissemination of scientific research documents, whether they are published or not. The documents may come from teaching and research institutions in France or abroad, or from public or private research centers.

L’archive ouverte pluridisciplinaire HAL, est destinée au dépôt et à la diffusion de documents scientifiques de niveau recherche, publiés ou non, émanant des établissements d’enseignement et de recherche français ou étrangers, des laboratoires publics ou privés.
3D Tracking System Using Endoscope for Narrow Space

Zhongjie Long, Student Member, IEEE and Kouki Nagamune, Member, IEEE

Abstract—This paper presents a real-time arthroscopic system that uses an endoscope and optical fiber to navigate a normal vector for the reconstructed surface of the knee joint. Navigation experiments using a synthetic knee joint were performed underwater. Compared to the freehand technique, navigational accuracy of the proposed system was significantly improved from at least 12.6° to 9.5°.

I. INTRODUCTION

The mosaicplasty method was conceived in 1991 and applied to vigorous animal trials before the clinic application started in the next year [1]. Since then, there have been large numbers of case reports on the use of fresh autogenous cylindrical osteochondral grafts, either single or multiple, for the treatment of osteochondral lesions in the knee joint. Such procedure is not an easy task, especially when it is being performed with the arthroscopic technique. One of the crucial technical procedures during mosaicplasty surgery is congruity of the cartilage thickness between donor and recipient side [2]. Numerous case reports have been carried out to address this problem. For example, Bobic [3] pointed out that grafts harvest and insertion should be perpendicular to the articular surface, resulting in promising uniform results. Another clinical study [4] on the treatment of osteochondritis dissecans also emphasized that perpendicular access to the lesion was critical to obtaining maximize surface congruence in the open or arthroscopic technique.

Thus, this paper proposed a computer-aided arthroscopic system to navigate a normal vector for the knee joint surface, which seeks to provide the surgeons with more precise and predictable operation during the mosaicplasty surgery.

II. PROPOSED SYSTEM

The fiber-based endoscopic system is presented in Fig. 1. 3D surface reconstruction was accomplished by calculating the spatial locations of the laser beam based on the stereo triangulation principles. The endoscope tube was small in size, 8 mm diameter, to allow it to be performed even in the narrow operating field. Our proposed navigation method adopted an electromagnetic device (LIBERTY, Plohemus Inc., USA) to accurately locate the harvester’s 6-DoF position and orientation. 3D navigation will automatically run in real time when the harvester tip touches the reconstructed knee joint.

Research supported by the Ministry of Education, Culture, Science and Technology of Japan (No. 25870273); National Natural Science Foundation of China (No. 51275052); and Beijing Natural Science Foundation (No. 3131002).

Zhongjie Long is with the Department of Human and Artificial Intelligent Systems, University of Fukui, JAPAN, and Beijing Information Science and Technology University, CHINA. (E-mail: nakazimalong@gmail.com).

Kouki Nagamune is with the Department of Human and Artificial Intelligent Systems, University of Fukui, JAPAN, and the Department of Orthopaedic Surgery, Kobe University, JAPAN. (Phone & fax: +81-776-27-8037; E-mail: nagamune@u-fukui.ac.jp).

Figure 1. Configuration of the fiber-based endoscopic system.

Figure 2. 3D navigation of a normal vector of the reconstructed surface.

III. RESULTS AND DISCUSSION

Our previous study showed that accuracy of the proposed system was 0.56 mm for plane reconstruction and 5.04% difference for surface reconstruction [5]. Fig. 2(A) shows the normal vector navigated on a synthetic femoral bone surface. Harvester poses overlapping the normal vector is viewed as the optimal pose, Fig. 2(B). The navigation results revealed that our system had an average navigated error of 9.5° in the range of 5°-17°; standard deviation (StD) 2.86°. In contrast, the error of two cites of the freehand technique [6] performed in arthroscopic surgery was 14.8° in the range of 6°-26°; StD 7.53°, and 12.6° in the range of 4°-17°; StD 3.98°. Statistical analysis showed significant difference ($P = .001$ and $P = .0024$) between the navigated technique ($N = 30$) and the freehand technique ($N = 20$).

This study is meaningful for the mosaicplasty surgery by navigating a reconstructed knee joint surface without using invasive intra-osseous reference markers. Further, the position and orientation of the harvester can be tracked exactly, and each position on the surface can be navigated a normal vector in real time by using the proposed method.

REFERENCES