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Introduction

The ability to capture intrinsic body structure in motion is of interest in a number of fields related to medical imaging such as computer-assisted surgery, biomechanics, and sports science. Many applications consider video or depth cameras and infer skeletal motion from surface observations using prior models. However, this strategy does not provide real measures on the internal structure and the estimated skeleton does not match the actual bone structure due to multiple factors such as inaccurate skeletal model and complex elastic tissue motion. With the aim to provide better measures to observe intrinsic structures in motion, and validation purposes, we investigate in this paper a new strategy that recovers dense 3D volumetric models of moving samples.

To this purpose, we combine a video-based surface motion capture system that provides motion cues, with a single static planar X-ray imaging device that captures the inner structure. We present the first step towards three-dimensional volumetric motion capture by investigating first rigidly moving samples, assuming limited prior knowledge on the captured samples. A key concept of our approach compared to traditional tomography is that it does not consider motion as low-amplitude noise to be corrected, but at the contrary as a source of information, ensuring the capture of X-ray images from multiple viewpoints.

As a result, the proposed configuration can consider moving samples as well as several sensors (eg. two X-ray devices). Yet less accurate than a CT-scanner, it yields a less expensive low-dose solution, taking benefit of equipment widely available in clinical environments. Our volumetric reconstruction method builds on super-resolution techniques [START_REF] Liu | On Bayesian adaptive video super resolution[END_REF] to optimally exploit X-ray samples and infer 3D attenuation. It relies on an X-ray image formation model (see Fig. 1) accounting for 2D sensor noise as well as 3D geometric errors. This model is associated with a volumetric L 1 smoothness prior to constrain the reconstruction, allowing for a limited number of input views. All these elements are integrated within a Bayesian framework for backward inference.

To summarize, the key contribution introduced in this paper is a Bayesian approach to 3D imaging of a moving sample which accounts for both sensor and calibration inaccuracies using a generative model.

Related Work

Currently, the two well-established classes of methods to recover attenuation models are planar radiography and Computed Tomography (CT). The former can capture motion at competitive frame rates with a low dose, but is limited to integrated two-dimensional information. The latter, in the form of Multi-Detector CT (MDCT) and Electron Beam CT (EBCT), can capture accurate dense 3D volumetric attenuation models at up to 30 fps, yet exposing patients to higher ionising radiations, present much higher costs, and limited versatility.

For these reasons, few-views cone-beam computed tomography (CBCT) techniques [START_REF] Feldkamp | Practical cone-beam algorithm[END_REF] have gained interest. Several methods have been devised to reconstruct relatively accurate 3D attenuation models from a limited number of cone-beam images [START_REF] Bang | CT reconstruction from a limited number of X-ray projections[END_REF][START_REF] Yang | A nonlinear least squares method for solving the joint reconstruction and registration problem in digital breast tomosynthesis[END_REF]. Nevertheless these methods are limited to static samples.

The combination of motion capture and emission tomography has also been investigated but either requires markers [START_REF] Mcnamara | A flexible multicamera visual-tracking system for detecting and correcting motion-induced artifacts in cardiac SPECT slices[END_REF], or is designed for low-amplitude motion correction [START_REF] Hutton | A hybrid 3-D reconstruction/registration algorithm for correction of head motion in emission tomography[END_REF]. Similarly, motion correction in tomography has been largely covered in traditional CT/PET [START_REF] Dawood | Lung motion correction on respiratory gated 3-D PET/CT images[END_REF] as well as CBCT [START_REF] Zhang | Correction of motion artifacts in cone-beam CT using a patientspecific respiratory motion model[END_REF]. Again, our strategy differs since we consider motion as a mean to vary viewpoints which helps capturing moving samples.

A method to reconstruct 3D attenuation from a limited number of arbitrary X-ray views was proposed in [START_REF] Sidky | Accurate image reconstruction from few-views and limited-angle data in divergent-beam CT[END_REF], but assumes reasonably good calibration. The general approach by [START_REF] Pansiot | Combined visible and X-ray 3D imaging[END_REF] reconstructs volumetric attenuation from a limited number of X-ray views of a moving object which motion is estimated using videos. While building on a similar concept, we take however a different and more formal generative strategy inspired by image super resolution [START_REF] Liu | On Bayesian adaptive video super resolution[END_REF]. In this domain, Bayesian inference methods have demonstrated their ability to optimally exploit noisy observations with uncertainty modelling and we extend them to our X-ray imaging configuration.

Generative image model

As mentioned, our generative model builds on existing image formation model [START_REF] Liu | On Bayesian adaptive video super resolution[END_REF] to explain the X-ray images given the 3D model. Our method takes as input a set of X-ray images of a rigidly moving sample. The images are first registered in a common framework using the motion estimated by a multi-view motion capture system. A dense attenuation model of the moving sample, represented as a voxel grid, is then reconstructed using the entire X-ray image sequence.

We detail below the main components of this model. In order to account for the multiple sources of noise present in the acquisition process, we introduce a generative image formation model, as illustrated in Figure 1. This model is associated with a sparse prior, ie. a TV-norm.

Image formation

We discretise the continuous absorbance problem in 3D as a weighted sum over the voxels v j along the given ray ω, d j being the distance covered within the voxel v j and µ j the attenuation assumed uniform within v j , defining the absorbance I(ω) in function of the emitted and transmitted intensities L 0 and L(ω):

I(ω) = log L(ω) L 0 = - j∈ω d j µ j . (1) 
In real scenarii however, several sources of noise affect the image formation, and therefore a more comprehensive image formation model must be devised as illustrated in Fig. 1. We consider a sequence of images I = {I i } acquired from a volume discretised as a voxel grid with attenuations V = {µ j }. For each image I i we have:

1. A known projection and integration matrix P i composed of the coefficients d j obtained from motion capture. In the ideal case, we would have

P i V = I i .
We denote the projection matrix concatenation for all images P = {P i }. 2. A 2D image noise variance θ i accounting for the light source, the amplifier, and the imaging sensor. 3. Geometric noise, ie. the errors in the projection P i . This includes the inaccuracy in the motion and projection estimation as well as the deviation from purely rigid motion. It is modeled by a warping matrix F i .

Bayesian model

Our aim is to recover the 3D attenuation V given the absorbance image sequence I, ie. to invert the model described previously. For this purpose we rely on a MAP estimation to find the optimal solution in terms of attenuation and noise:

{V * , {F i } * , {θ i } * } = argmax V,{Fi},{θi} p(V, {F i }, {θ i })|{I i }), (2) 
where, assuming statistical conditional independence between images given the attenuation model:

p(V, {F i }, {θ i })|{I i }) ∝ p(V ) i p(F i ) i p(θ i ) i p(I i |V, F i , θ i ). ( 3 
)

Priors and image likelihood

Geometric noise appears as a result of calibration inaccuracies and non exactly rigid object motions. We modeled it by a warping function F i , estimated using the optical flow w i [START_REF] Bruhn | Lucas/Kanade meets Horn/Schunck: Combining local and global optic flow methods[END_REF] between the observed image I i and the generated one P i V .

As the inverse problem ( 3) is ill-posed and noise-ridden, we introduce noise and model priors. Given the nature of the data typically observed, the sparsity of the derivative responses is used as a prior for the 3D attenuation volume as in [START_REF] Liu | On Bayesian adaptive video super resolution[END_REF]:

p(V ) = η dim(V ) e -η ∇V , (4) 
where η is the gradient weight. The minimisation of the L 1 norm of the gradient, or Total Variation T V L 1 , favours continuous volumes separated by potentially high, albeit localised gradients. The likelihood distribution is modeled as an exponential distribution:

p(I i |V, F i , θ i ) = θ dim(Ii) i e -θ i I i -F i P i V . (5) 
where the 2D image noise variance θ i follows a Gamma distribution [START_REF] Liu | On Bayesian adaptive video super resolution[END_REF].

Model estimation

In order to solve for the parameters in the MAP estimation (2), we use a coordinate descent scheme [START_REF] Liu | On Bayesian adaptive video super resolution[END_REF], that iteratively cycles through the independent estimation of each parameter: the original volume V using expressions (4) and ( 5), image noise variance θ i , and the motion noise warp F i as detailed in section 3.3.

Attenuation Volume Given the current estimates for the warping function F i and noise θ i , we estimate the volume based on the image set {I i } and the gradient prior η with Iteratively Reweighted Least Squares (IRLS) to minimise: . Left-to-right: ground-truth CT scan, proposed method, without optical flow, without T V L1 prior, ART [START_REF] Pansiot | Combined visible and X-ray 3D imaging[END_REF]. Without T V L1 prior, the algorithm does not converge. The contrast is better with the proposed approach (better MI as compared to ART) even though artefacts appear on the edges as a result of aliasing during the data simulation process (higher RMS as compared to ART). ART performs relatively well in part due to the fact that simulated data are close to the noiseless theoretical model.

V * = argmin V i θ i F i P i V -I i + η ∇V . ( 6 
Image/sensor noise Given the current volume V of N voxels and flow field F i we estimate the image noise variance θ i based on the residual error following a gamma distribution:

θ * i = α + N -1 β + x with x = N q=1 |(I i -F i P i V )(q)|, (7) 
Geometric correction The residual motion is estimated using the optical flow w i [START_REF] Bruhn | Lucas/Kanade meets Horn/Schunck: Combining local and global optic flow methods[END_REF] between the observed image I i and the projected volume P i V . Given the current volume V and the noise variance θ i , we estimate the flow w i associated to the warp matrix F i . We then reformulate the data term in (6) as:

i θ i P i V -F -1 i I i . (8) 

Experiments

Three sets of experiment were carried out to validate the proposed framework. First the CT scan of a phantom model was used to simulate image observations. Secondly, the phantom model was placed into our hardware platform. And third, an in-vivo hand was captured and reconstructed using the proposed framework.

Simulated radiographic and video data from CT

A forearm phantom, consisting of a real human forearm skeleton cast in resin was first scanned with a regular CT device. A complete capture pipeline was then simulated from the phantom scan which was rendered by 10 virtual video cameras and one virtual planar X-ray image 1 . The phantom scan model was then moved artificially, following roughly a 180 degrees rotation. The phantom motion was estimated using video and Iterative Closest Point for comparison with [START_REF] Pansiot | Combined visible and X-ray 3D imaging[END_REF]. The proposed approach was then applied to the simulated data. The performance of individual components of the algorithm were analysed independently, as illustrated in Fig. 2. We note that on simulated data, our approach exhibits slightly better contrast than ART (higher Mutual Information (MI) score). We also evaluate the sensitivity of our method with respect to the number of input frames, as illustrated in Fig. 3. These experiments show that for the given dataset, main skeletal structures can be recovered with as little as 16 frames. However, finer features such as bone cavities require at least 32 frames.

Furthermore we reduce the motion range from 180 to 90 degrees, which clearly impacts the volumetric estimation quality, as illustrated in Fig. 4. Raycasting rendering of the volume yields sharper results for poses within the original motion range, due to increased sampling density, as illustrated in Fig. 5.

In-situ forearm phantom

The proposed platform is composed of ten colour video cameras and a single X-ray C-arm. The forearm phantom presented here above was placed into the capture platform and moved manually to follow roughly a 180 degree rotation. of the phantom, as illustrated in Fig. 6. Furthermore, the energy spectrum of the CT scanner and that of the low-dose X-ray C-arm are different. Hence, the two models are first registered using multi-resolution Mutual Information (MI). The MI score is provided for quantitative comparison, being invariant to attenuation spectrum. Unlike the simulated case, this experiment shows that the proposed method performs significantly better than ART. In particular, the use of optical flow for motion noise compensation allows to retain a fair level of detail, whilst the T V L 1 norm prior constrains the ill-posed problem without excessive blurring.

In-vivo human hand

Finally, an actual in-vivo human hand was moved in the field, again following roughly a rotation movement over 20 frames. The results presented in Fig. 7 demonstrate the benefit of our approach which improves the results in some specific areas which we attribute to local (ie. non-rigid) motion. This demonstrates the interest of the generative model with the optical flow correction and the TV L1 regularization over more traditional approaches for few-view CBCT.

Conclusions and Future Work

In this paper we have presented a novel generative model to estimate a dense volumetric attenuation model of a rigidly moving object using motion tracking and a single planar X-ray device. Our framework contributes with an approach that takes benefit of object motion to accumulate evidence on the object inner structure. To this aim, we have introduced a Bayesian approach that optimally exploits X-ray information while enabling for acquisition noise. Our experiments show that the T V L 1 prior on the attenuation volume fundamentally contributed to convergence without excessive blurring, and that geometric noise can be effectively corrected using optical flow. This work considers rigid motion and we are currently investigating non-rigid motion.
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 1 Fig. 1. X-ray image formation model for a moving sample observed by a single static planar X-ray device. Video cameras are used to recover the sample motion.

Fig. 3 .

 3 Fig. 3. Results on simulated data (selected slice) based on varying numbers of input frames. Left-to-right: 8, 16, and 32 frames. Skeletal structures are visible with 16 frames when detailed features require 32 frames.

Fig. 4 .

 4 Fig. 4. Results on simulated data (selected slice) based on varying input angular range. Left: 32 frames roughly distributed over 180 degrees; right: over 90 degrees.

Fig. 5 .

 5 Fig. 5. Results on the simulated data (raycasting rendering) based on varying input angular range. Left: 32 frames roughly distributed over 180 degrees; right: over 90 degrees. The rendered viewpoint falls within the range of the original 90 degrees motion, but not on an original viewpoint, leading to sharper rendering due to locally denser sampling.

Fig. 6 .

 6 Fig.6. Results on the forearm phantom (2 selected slices and Mutual Information (MI) score). Left-to-right: ground-truth CT scan, proposed method, without optical flow, without T V L1 prior, ART[START_REF] Pansiot | Combined visible and X-ray 3D imaging[END_REF]. Without optical flow, artefacts are visible, for example in the bone cavities. The ART method produces much noisier results.

Fig. 7 .

 7 Fig.7. Results on the in-vivo hand with different priors (selected slice). Left-to-right: T V L1 weight η = 2; η = 1; η = 0 (no T V L1 prior); no optical flow prior; ART[START_REF] Pansiot | Combined visible and X-ray 3D imaging[END_REF]. The first three reconstructions demonstrate the favourable impact of the T V L1 prior. Comparing the first and fourth reconstruction (no optical flow), we observe less artefacts with flow and the bones are better resolved, in particular the index. ART exhibits a lot of under-sampling artefacts that cannot be recovered without priors.
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	RMS error	0.125	0.134	0.180	0.072
	MI score	0.338	0.318	0.177	0.309

Fig. 2. Results on simulated data (2 selected slices, RMS, and Mutual Information (MI) score)

Input data and more results for simulated and in-vivo experiments are available here: http://hal.inria.fr/hal-01348939/file/2016_Pansiot_MICCAI_Xrays3d_v2.mp4.
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