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Abstract Maintaining a stable upright position and body orientation are 

fundamental tasks to perform everyday activities and ensure the quality of life. 

The ability to maintain these can be damaged by various 

pathologies/disfunctions, such as stroke and aging. Therefore, it is important to 

quantify how the postural control reacts to different situation and how is 

affected by different pathologies, which could bring a big contribution in a 

clinical context, by helping to diagnose pathologies that can bring postural 

impairments. An experimental protocol was developed that combines both 

electromyography and posturography. To help validate this protocol, 53 

patients (43 healthy and 10 stroke patients) performed it twice within a two-

week period. By comparing the results from the two runs, it was possible to 

assess that these were not statistical different, and thus prove that the protocol is 

viable tool to build a normative database. 
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1 Introduction 

Maintaining the upright standing position does not require much effort, however it is 

a task that involves the coordination of a few different systems. Out of all, the three 

most important systems for this task are the motor system, sensor system and the 

central nervous system [7,30]. A correct posture is defined by the condition of balance 

between bones and muscles, and the relative alignments of the body elements, which 

enables the accomplishment of any action or just the sustenance of the body and it is a 

very important body ability [5,15]. Maintaining a stable standing position and body 

orientation are fundamental tasks to perform daily activities and ensure the quality of 

life [5,31].  
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The combination of these systems has two important goals: ensuring that 

equilibrium is maintained, even if there is an outside stimulus destabilizing it, and 

help the body keep a relative position to the environment surrounding it [3,15]. There 

are many factors that may cause problems in these systems, therefore it is important to 

study and comprehend its behavior [9,23]. This can be achieved by simultaneously 

recording muscle activity (EMG) and the body center of pressure, while varying the 

posture of a person. With these recordings, a normative database can be built in order 

to study and compare the differences between healthy and patients suffering with 

different pathologies. 

In this study, a protocol combining both EMG and posturography was developed 

and applied in two groups: individuals without pathology and stroke patients. In order 

to check the validity, the protocol was applied twice in a two-week period and the 

results have been compared to asses if the experimental conditions effected the 

results. 

2 Contribution to Life Improvement 

By defining a normative database, researchers and physicians/therapists are able to 

compare the results of different pathologies and postural influencing factors to what a 

normal muscle and center of pressure should be. The results from these studies can 

help physicians to make earlier diagnostics and objectively track the progression of 

diseases, such as in ankylosing spondylitis, a chronic inflammatory disease, very 

difficult to be diagnosed in its early stages [26], or the tracking the progress of 

patients that suffered a stroke. Furthermore, decrease postural stability is also a factor 

associated with new and recurrent lower extremity injuries in an active population 

[24,25]. 

3 State of the Art 

As previously mentioned, maintaining a stable standing position and body orientation 

are fundamental tasks to perform daily activities and ensure the quality of life [5,31]. 

Therefore, it is important to study the subtle changes in center of pressure and muscle 

activity to achieve a good postural control. 

A force platform can be used to provide an indirect and non-invasive measure about 

the body center of pressure (COP) [21], this technique being called posturography. By 

analyzing the COP trajectory in the platform, person’s posture control can be studied 

[9,29]. This technique is widely used, although there is a lack of standardization in 

experimental protocols. This lack leads to different tasks being performed, with 

different number of repetitions and different time acquisition periods, which 

contributes to a big variety of COP signal parameters, inducing the misinterpretation 

of the results [5,16,29,32]. The first studies conducted can be traced to 1968, where 

tests were performed to assess the ability to maintain balance [18]. Benvenuti [1] 

created a protocol that uses the static upright standing position to quantify the nature 

and severity of the postural instability of each individual, but due to the lack of 
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difficulty of the proposed approach, Nashner [6] developed the Sensory Organization 

Test (SOT), which is composed of six sensory conditions that evaluate the 

individual's balance. 

The postural control system is highly controlled by the motor system and it is 

important to assess the muscle response when evaluating the postural control and 

equilibrium of a subject [12]. Trunk muscles have an important role in the 

preservation and stabilization of the upright standing position. Therefore, 

electromyography (EMG) analysis in these muscles can provide a more 

comprehensive evaluation of the muscular activity during balance perturbations 

[10,14,20,28].  

4 Research Contribution and Innovation 

4.1 Developed Protocol 

 

The protocol developed by this work combines both EMG and posturography data to 

provide a deeper and richer insight about the body postural control systems. As 

previously mentioned, this is very useful to clinicians in helping them to diagnose 

pathologies that can bring postural impairments at earlier stages. 

The multichannel EMG recording were performed in four different muscles groups. 

These muscles and electrode placement are as follows: rectus abdominis (around 3 

cm lateral to the midline above the umbilicus), external obliques (around 10 cm 

lateral to the midline above umbilicus and aligned with muscle fibers), iliocostalis 

(around 6 cm lateral to the midline at the L31) and multifidus (around 2 cm lateral to 

the midline at the L51)[18]. Fig. 1 represents the placement of the electrodes during 

the realization of the protocol. 

 
Fig. 1 Illustration of the placement of the electrodes. A) placement of the electrodes in the 

abdominal wall and B) placement of the electrodes in the lower back. 

 

The first step of the protocol is the recording of the basal muscle activity. To 

record that, subjects lay down on a marquise for 15 seconds in a supine position 

                                                           
1 L3 and L5 – Third and Fifth Lumbar spine vertebra 
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Afterwards, the maximum voluntary contractions (MVC) for each muscle needs to be 

determined. There are three different tasks to obtain the MVC for each muscle.  

For the rectus abdominis, the examiner asks the test subject to raise from a supine 

position using only the trunk, while at the same time counteracting the subject’s 

efforts by placing his hand on the subject’s chest [11]. For the external obliques, the 

examiner asks the subject to rotate one side of its body from a supine position, while 

at the sometime counteracting the subject’s efforts by placing his hand on the 

shoulder being raised. This is done for both sides [11]. Finally, for the lower back 

muscles, the subject adopts a prone position and lifts their upper body, while the 

examiner places his hand between the subject’s shoulders and counteracts this force 

[11]. Each of these MVCs procedures were repeated 3 times. 

After obtaining the MVC for each muscle, the subjects were asked to perform nine 

different tasks, with duration of 30 seconds each (or as long as it could be managed), 

on top the force platform. The tasks were: 

 Subjects stood on the force platform in a standing position, with, SEO, and 

without visual feedback, SEC [17,19,21,27,33]. 

 The subjects stood with only the right foot on the platform, with, REO, and 

without visual feedback, REC. These tasks were then repeated with the left foot 

(LEO and LEC) [19,33]. 

 Finally, on top of a table an object is placed on the left side of the subject, at a 

distance of 15 cm from the extended left arm. The subject is then asked to pick 

up the object with their right hand, RR. This test is then performed on the right 

side of the subject, by placing the object on the right side asking the subjects to 

pick up the object with their left hand, RL. Finally, and according to the 

dominant hand of the subject, an object is placed in front of it at the previously 

mentioned distance. Then it was asked to the subjects to pick the object with 

their dominant hand, RC [2,8,13]. 

 

This protocol was performed twice within two weeks to ensure that the 

experimental conditions do not influence the results from the protocol. During the 

trails, it was observed that unipedal tasks caused great discomfort for the stroke 

patients, and thus the protocol applied to this group was reduced to remove the REO, 

REC, LEO, and LEC tasks. 

 

4.2 Subjects 

 

This study was conducted both at Faculdade de Ciências e Tecnologias da 

Universidade Nova de Lisboa and the Medical Center for Rehabilitation of Alcoitão 

(CMRA). The experimental protocol was approved by the CMRA ethical committee 

and all participants gave their written informed consent. The subject are divided into 

two different populations, one comprised of individuals without pathology and 

patients that suffered a stroke. Additionally, to be included in this study, the stroke 

patients had to meet two selection criteria: be able to maintain an upright standing 

position, and have cognitive ability with no total aphasia. 

For the no pathologic group, a total of 43 individuals were recruited. There were 

24 females and 19 males, with ages comprised from 18 to 55 years, heights from 150 

to 190 cm, and weights from 47.5 to 110,0 Kg. For the stroke patient group, 10 
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patients attending the CMRA were recruited, with ages comprised from 43 to 77, 

heights from 160 to 188 cm, and weights from 57.0 to 103.0 Kg. 

 

4.3 Data Recording and Analysis 

 

COP displacements were recorded using a force platform provided by Plux1. This 

equipment is characterized by 4 steel load cells able to record a maximum force of 

8000N (2000N per cell). The data is streamed over Bluetooth, being sampled with a 

sampling frequency up to 1000Hz and a resolution of 16 bits. 

For recording the EMG signals, a biosignalPlux1 acquisition module and 8 EMG 

sensors were used. The biosignalPlux1 is capable of recording 8 biosignals 

simultaneously with a resolution of 16 bits and sampling frequencies up to 1000Hz. 

This bandwidth was chosen since EMG activity can go up to 500Hz [4]. As with the 

force platform, the data is streamed via Bluetooth. The EMG sensors used were 

emgPLUX1 an EMG sensor from Plux1. To connect the sensors to the patient, 2 

Ag/AgCL with solid adhesive pre gelled electrodes were used per sensor (TIGA-

MED Gold 01-7500, TIGA-MED GMBH, Germany). 

For recording the data streamed from the platform and the biosignalsPlux1, the 

software used was OpenSignals1.  

EMG signals were averaged out and the signal envelope was extracted using the 

root mean square (RMS) algorithm, with a window of 100 samples. Each muscle 

RMS signal was then normalized using the maximum value of the respective MVC.  

Platform signals underwent a pre-processing phase where the raw signal was 

converted to a COP displacement in the antero-posterior (AP) direction (Y direction) 

and medio-lateral (ML) direction (X direction). Then, and for each direction, the 

signal was averaged out. The velocity, standard deviation, and amplitude of the signal 

of each direction were calculated. The total area of COP displacement was also 

calculated, using the convex hull algorithm and the Green's theorem.  

 

4.4 Statistical Analysis 

 

To compare the two moments where the protocol was executed, the paired samples t-

Test was used. This parametric test allows us to compare two means from two 

different and related conditions, by comparing the mean differences between the 

paired samples and if these significantly differ from zero [22]. The null hypothesis is 

then: 
 

H0: µ1 - µ2 = 0, where µ1 and µ2 is the population mean of variable 1 and of the 

variable 2, respectively. 
 

For this work, p-values bigger than 0.05 indicate than the null hypotheses cannot 

be rejected and the mean difference of the paired samples is 0. 
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5 Results 

For the EMG data, the mean and median normalized activity (a percentage of the 

maximum voluntary contraction value) of each muscle for a certain task was 

compared with the corresponding value for the rerun, using the paired t-Test with the 

significance level set at p > 0.05. For all tasks, no significant differences were found 

between the trial and re-trial for both the mean and median values. As an example, the 

lowest p-value obtain when comparing the mean value for all task for all the muscles 

in the study was 0.07 for Right Rectus Abdominis muscle for reaching an object for an 

object on the right side of the body task.  

For the COP data, the amplitude and standard deviations (in each frontal-distal and 

antero-lateral) were compared, as well as the velocity and total area. As with the 

EMG data, the paired t-Test p-values were all above the significance level, indicating 

no significant difference between both runs. 

Finally, the same assessment was applied to the test subjects that suffered a stroke, 

and no significant differences were found between runs for the EMG and COP 

features, confirming the results found in the previous comparison. The protocol for 

these patients had to be simplified since only the first five tasks could be easily 

(without pain or too much effort from the patients) performed by the subjects. 

6 Conclusion 

The objective of this work was to assess the development and validation of an 

experimental protocol to evaluate posture control. In order to fulfill this objective, the 

developed protocol was applied twice within a two-week period to ensure that the 

results obtained were not affected by the experimental conditions or by any other 

external factor. This protocol was developed in order to build a normative database of 

both posturography and electromyographic features that can be useful in future 

studies to evaluate posture control.  

Two different population were recruited for this study, one healthy and one 

composed of stroke patients, for a total of 53 test subjects (43 individuals without 

pathology and 10 stroke patients). The developed protocol was applied to this two 

groups and some features extracted from the raw data in order to compare the results 

of the two different moments when the protocol was applied.  

To compare this two moments, the paired sample t-Test was used, and the result of 

this test revealed that for all the analyzed features, no statistical difference was 

detected. 

Based on the results obtained, the proposed protocol can be considered as a viable 

tool to build a normative database, by providing a systematic and standard reference 

when developing further posturographic and electromyographic studies. 

 

Acknowledgments. The authors acknowledge the Medical Center for Rehabilitation 

of Alcoitão (CMRA) for their support. This work was supported by the Portuguese 

Fundação para a Ciência e Tecnologia (FCT) with grants: I&D 2015–2020 

“iNOVA4Health - Programme in Translational Medicine” (UID/Multi/04462/2013). 



Development and Validation of a Protocol to Evaluate Posture Control 381 

 

 

References 

1.  Benvenuti, F., Mecacci, R., Gineprari, I., Bandinelli, S., Benvenuti, E., Ferrucci, L., Baroni, 

A., Rabuffetti, M., Hallett, M., Dambrosia, J.M., et al.: Kinematic characteristics of 

standing disequilibrium: reliability and validity of a posturographic protocol. Archives of 

physical medicine and rehabilitation 80(3), 278–287 (1999)  

2. Bernhardt, J., Ellis, P., Denisenko, S., Hill, K.: Changes in balance and locomotionmeasures 

during rehabilitation following stroke. Physiotherapy Research Interna-tional3(2), 109–122 

(1998)  

3. Boukhenous, S., Attari, M.: A postural stability analysis by using plantar 

pressuremeasurements. In: Eighth International Multi-Conference on Systems, Signals 

&Devices. pp. 1–6. IEEE (2011) 

4. Boxtel,   A.,   Boelhouwer,   A.,   Bos,   A.:   Optimal   EMG   signal   bandwidthand    

interelectrode    distance    for    the    recording    of    acoustic,    electrocuta-neous,   and   

photic   blink   reflexes.   Psychophysiology35(6),   690–697   (1998) 

5. Duarte, M., Freitas, S.M.: Revision of posturography based on force plate for balance 

evaluation. Brazilian Journal of physical therapy 14(3), 183–192 (2010)  

6. Ford-Smith, C.D., Wyman, J.F., Elswick Jr, R., Fernandez, T., Newton, R.A.: Test-retest 

reliability of the sensory organization test in noninstitutionalized older adults. Archives of 

physical medicine and rehabilitation 76(1), 77–81 (1995)  

7. Forghieri, M., Monzani, D., Mackinnon, A., Ferrari, S., Gherpelli, C., Galeazzi, G.M.: 

Posturographic destabilization in eating disorders in female patients exposed to body image 

related phobic stimuli. Neuroscience letters 629, 155–159 (2016)  

8. Goldie, P.A., Matyas, T.A., Spencer, K.I., McGinley, R.B.: Postural control in standing 

following stroke: test-retest reliability of some quantitative clinical tests. Physical therapy 

70(4), 234–243 (1990)  

9. Goto, F., Kushiro, K., Tsutsumi, T.: Effect of chewing gum on static posturography in 

patients with balance disorders. Acta oto-laryngologica 131(11), 1187–1192 (2011)  

10. Harel, N.Y., Asselin, P.K., Fineberg, D.B., Pisano, T.J., Bauman, W.A., Spungen, A.M.: 

Adaptation of computerized posturography to assess seated balance in persons with spinal 

cord injury. The journal of spinal cord medicine 36(2), 127–133 (2013) 

11. Hislop, H., Avers, D., Brown, M.: Daniels and Worthingham’s muscle Testing-EBook: 

Techniques of manual examination and performance testing. Elsevier Health Sciences 

(2013)  

12. Horak, F.B.: Postural orientation and equilibrium: what do we need to know about neural 

control of balance to prevent falls? Age and ageing 35(suppl 2), ii7–ii11 (2006)  

13. Huxham, F.E., Goldie, P.A., Patla, A.E.: Theoretical considerations in balance assessment. 

Australian Journal of Physiotherapy 47(2), 89–100 (2001) 

14. Isho, T., Usuda, S.: Association of trunk control with mobility performance 

andaccelerometry-based  gait  characteristics  in  hemiparetic  patients  with  

subacutestroke. Gait & posture 44, 89–93 (2016) 

15. Ivanenko, Y., Gurfinkel, V.S.: Human postural control. Frontiers in neuroscience 12,  171 

(2018) 

16. Juras, G., S lomka, K., Fredyk, A., Sobota, G., Bacik, B.: Evaluation of the limits of 

stability (los) balance test. Journal of Human Kinetics 19, 39–52 (2008)  

17. Loughran, S., Gatehouse, S., Kishore, A., Swan, I.R.: Does patient-perceived handicap 

correspond to the modified clinical test for the sensory interaction on balance? Otology & 

Neurotology 27(1), 86–91 (2006)  

18. Mancini, M., Horak, F.B.: The relevance of clinical balance assessment tools to 

differentiate balance deficits. European journal of physical and rehabilitation medicine 

46(2), 239 (2010)  



382 D. N. Osório et al.  

 

 

19. Marioni, G., Fermo, S., Zanon, D., Broi, N., Staffieri, A.: Early rehabilitation for unilateral 

peripheral vestibular disorders: a prospective, randomized investigation using computerized 

posturography. European archives of oto-rhino-laryngology 270(2), 425–435 (2013)  

20. O’Sullivan, P.B., Grahamslaw, K.M., Kendell, M., Lapenskie, S.C., Moller, N.E., Richards, 

K.V.: The effect of different standing and sitting postures on trunk muscle activity in a 

pain-free population. Spine 27(11), 1238–1244 (2002)  

21. Palmieri, R.M., Ingersoll, C.D., Stone, M.B., Krause, B.A.: Center-of-pressure parameters 

used in the assessment of postural control. Journal of sport rehabilitation 11(1), 51–66 

(2002)  

22. Pestana, M.H., Gageiro, J.N.: Análise de dados para ciências sociais: a complementaridade 

do spss (2008)  

23. Pivnickova, L., Dolinay, V., Vasek, V.: Evaluation of static posturography via the wii 

balance board. In: Proceedings of the 2014 15th International Carpathian Control 

Conference (ICCC). pp. 437–441. IEEE (2014) 

24. Pletcher, E., Williams, V., Abt, J., Morgan, P., Parr, J., Wohleleber, M., Lovalekar, M., 

Sell, T.: Normative data for the neurocom sensory organization test in united states military 

special operations forces (2017) 

25. Romero-Franco, N., Gallego-Izquierdo, T., Martiınez-Lopez, E.J., Hita- Contreras,F., 

Catalina, O.P.M., Martiınez-Amat, A.: Postural stability and subsequent sports injuries 

during indoor season of athletes. Journal of physical therapy science26(5),683–687 (2014) 

26. Rudwaleit, M., Khan, M.A., Sieper, J.: The challenge of diagnosis and classification in 

early ankylosing spondylitis: do we need new criteria? Arthritis & Rheumatism 52(4), 

1000–1008 (2005)  

27. Sadowska, D., Krzepota, J.: Influence of posturographic protocol on postural sta-bility 

sways during bipedal stance after ankle muscle fatigue. Perceptual and motorskills123(1), 

232–243 (2016) 

28. Seo, H.R., Kim, T.H.: The effects of gyrotonic expansion system exercise and trunk 

stability  exercise  on  muscle  activity  and  lumbar  stability  for  the  subjects  with 

chronic low back pain. Journal of exercise rehabilitation 15(1), 129 (2019) 

29. Taylor, M.R., Sutton, E.E., Diestelkamp, W.S., Bigelow, K.E.: Subtle differences during 

posturography testing can influence postural sway results: the effects of talking, time before 

data acquisition, and visual fixation. Journal of applied biomechanics 31(5), 324–329 

(2015) 

30. Toth, A.J., Harris, L.R., Zettel, J., Bent, L.R.: Vision can recalibrate the vestibular 

reafference  signal  used  to  re-establish  postural  equilibrium  following  a  platform 

perturbation. Experimental brain research 235(2), 407–414 (2017) 

31. Vieira, T., Oliveira, L., Nadal, J.: Estimation procedures affect the center of pressure 

frequency analysis. Brazilian Journal of Medical and Biological Research 42(7), 665–673 

(2009)  

32. Visser, J.E., Carpenter, M.G., van der Kooij, H., Bloem, B.R.: The clinical utility of 

posturography. Clinical Neurophysiology 119(11), 2424–2436 (2008)  

33. Yarrow, K., Brown, P., Gresty, M.A., Bronstein, A.M.: Force platform recordings in the 

diagnosis of primary orthostatic tremor. Gait & posture 13(1), 27–34 (2001) 


